
 

 

 

Agilent ICP Expert Software Release Notes 

Release Notes for Agilent ICP Expert Version 7.3.1 

These release notes are applicable to ICP Expert 7.3.1 Base, Pro Feature Pack, and 
CFR software 
Firmware version: 3437 

Operating systems supported: Microsoft Windows 7 Professional and Enterprise 
SP1 64-bit and Microsoft Windows 10 Professional 64-bit 

Instruments supported: Agilent 5100/5110 SVDV ICP-OES, Agilent 5100/5110 VDV 
ICP-OES and the Agilent 5100/5110 RV ICP-OES 

NOTE The Agilent 700 Series ICP-OES is not supported using ICP Expert 7.3.1 

For the latest information please read the Agilent ICP Expert Software Status 
Bulletin document supplied with your software. 

This software must be registered after installation. Please note that you have up to 
60 days to register your software. The registration process is free and simple, but 
you will be prompted to register the software each time you run the application 
until this has been completed. 

Agilent ICP Expert Version 7.3.1 Base, Pro Feature Pack and CFR software have 
been validated on the Agilent 5100/5110 SVDV ICP-OES, Agilent 5100/5110 VDV 
ICP-OES and the Agilent 5100/5110 RV ICP-OES instruments. The ICP Expert 7.3.1 
Base, Pro Feature Pack and CFR software have been validated using the HP Model 
Z240 PC with Windows Users who are members of the Administrator Group and 
Users Group. 

Software changes 

Version 7.3.1 
 Added support for Microsoft Windows 10 Professional 64-bit 

 Added support for Japanese language in ICP Expert 21 CFR 11 Audit Trail 

 Defect fixes 
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Version 7.3 
 Added IntelliQuant 

 Added support for Advanced Valve System (AVS) 4/6/7 hardware 

 Added Instrument Dashboard 

 Added new Instrument Tests 

 Added Configuration page 

 Added Exporting Preferences 

 Added Tabular Export format 

 Enabled Report Designer for CFR users 

 Added support for Cetac ASX 1400 Autosamplers 

 Updated ICP Expert Help and ICP Expert eFam DVD content  

 Defect fixes 
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