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Gathering information from 
spectroelectrochemical experiments
Calculation of electrochemical parameters from data

Summary

In-situ spectroelectrochemistry provides dynamic electrochemical and spectroscopic
information concurrently with the redox reaction occurring on the electrode surface.
Although different spectroelectrochemical configurations can be used, simple equations
explain how to relate electrochemistry and spectroscopy for each experimental setup.

This Application Note describes how the quantification of one electrochemical parameter
(the diffusion coefficient) is calculated from the spectroscopic data as a proof of this
concept. 

Configuration

SPELEC - SPELEC UV-VIS Instrument (200-900 nm) 
SPELEC is an instrument for performing spectroelectrochemical 
measurements. It combines in only one box a Lightsource, a 
Bipotentiostat/Galvanostat and a Spectrometer (UV-VIS wavelength 
range: 200-900 nm) and includes a dedicated spectroelectrochemical 
software that allows optical and electrochemical experiments 
synchronization.
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Fundamental concepts

The Lambert–Beer law relates absorbance ( ) to the molar absorption coefficient (ε), theAbs
optical path length ( ), and the electroactive compound concentration ( ):b C

 

Taking into account the following electrochemical reaction:

 

the spectroscopic monitoring process in a normal transmission configuration means that 
the light beam passes through each infinitesimal layer (n) until it arrives at the electrode 
surface. 
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  Figure 1. Normal transmission configuration. 

Each layer is considered as a homogeneous solution ( ) and the absorbance can beFigure 1
expressed as the sum of the absorbance of these layers.

Considering also that a segment of solution of thickness   and cross-sectional area    isdy A
uniformly illuminated and only    species absorb light, the differential absorbanceB
registered upon passage of the light though this segment is  : [1]
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and then, the total absorbance is given as:  

 

If  species are stable, the integral is the total amount of    species per unit area and isB  B
equal to  . Then, the absorbance is calculated as: Q/nFA

 

Furthermore, considering that the charge   is given by the integrated Cottrell equation: Q

 

The total absorbance is therefore: 
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The methodology followed is exactly the same when the spectroelectrochemical
experiment is carried out in normal reflection configuration ( ), but in this case theFigure 2
light passes though the solution two times: when it goes to the electrode surface and
when is reflected back. 

 
  Figure 2. Normal reflection configuration. 

For that reason, the absorbance equation is expressed as such:

 



Metrohm AG 6 / 8

If the light does not arrive completely perpendicular to the electrode surface, the angle of
incidence must be taken into consideration: 

 

where  is the angle of incidence. Therefore, spectroelectrochemical experiments in 
different configurations allow analysts to calculate electrochemical parameters such as the 
diffusion coefficient from the spectroscopic data. 

Application: calculation of the diffusion coefficient

An amperometric detection experiment was performed in 0.5 mmol/L ferrocyanide in 0.1
KCl solution, applying +0.80 V for 900 s in order to generate ferricyanide. UV-Vis spectra
were simultaneously recorded to the electrochemical reaction, obtaining the absorbance
value of 0.045 a.u. at 420 nm at the end of the experiment. 

Results

Taking into account that the molar absorption coefficient of ferricyanide is 1040 L·mol ·cm-1

  , the diffusion coefficient of ferrocyanide can be easily calculated from the-1 [2]
spectroscopic information:
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1.  

2.  

3.  

4.  

 

Then, D  = 6.5 × 10  cm  ·s . This value agrees with literature . In case theferrocyanide
-6 2 -1 [3,4]

molar absorption coefficient is an unknown parameter, it can be calculated with the
calibration curve of absorbance obtained by working in total electrolysis or thin layer
configuration for a different reagent concentration. 

Conclusion

Spectroelectrochemistry is a multi-response technique which combines both
electrochemistry and spectroscopy. However, the techniques are related as the calculation
of electrochemical  parameters from the optical signal demonstrate. The diffusion
coefficient of ferrocyanide has been calculated from UV-Vis spectroelectrochemistry in this
study, obtaining the value established already in the literature.
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Further reading

Related brochures from Metrohm

 - SPELEC InstrumentSpectroelectrochemical instrument 

 -  When combining two techniquesSpectroelectrochemistry within everyone’s reach
became the perfect solution for your research

 

Metrohm Česká republika s.r.o.
Na Harfě 935/5c
190 00 Praha

Metrohm Česká republika s.r.o.
office@metrohm.cz
tel:+420 246 063 433

/shared/products/d/s177/ds17735021.html
/shared/products/8/0005/80005323.html
/shared/products/8/0005/80005323.html

	Gathering information from spectroelectrochemical experiments
	Summary
	Configuration
	Fundamental concepts
	Application: calculation of the diffusion coefficient
	Results
	Conclusion
	References
	Further reading
	Related brochures from Metrohm
	Metrohm Česká republika s.r.o.
	Metrohm Česká republika s.r.o.




