
System :Prominence-i
Column :Shim-pack VP-ODS (150 mm L. × 4.6 mm I.D., 5 µm)
Mobile Phase :Water/Acetonitrile = 3/1(v/v)
Flowrate :1.0 mL/min
Column Temp. :40 ˚C
Detection :RF-20AXS, Ex. at 365 nm, Em. at 435 nm
RF Cell. :Conventional Cell
Cell Temp. :25 ˚C
Injection Volume :100 µL
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Assay of Aflatoxin M1 in Milk Based on 
Notification Test Methodology, Using Prominence-i 
and the RF-20AXS Fluorescence Detector

LAAN-A-LC-E282

Aflatoxin M1 (AFM1) is a mycotoxin suspected of 
carcinogenicity in humans that is detected in the milk of 
mammals that eat food contaminated with aflatoxin B1.
The notification "Handling of Aflatoxin M1 in Milk" 
issued on July 23, 2015 (Notification No. 0723-[1] of 
the Department of Food Safety, PFSB, MHLW) 1) sets a 
regulatory level for AFM1 in milk of 0.5 µg/kg, and 
came into force on January 23, 2016.
The assay methodology for AFM1 in milk was included 
in "Test Methodology for Aflatoxin M1 in Milk" 
(Notification No. 0723-[5] of the Department of Food 
Safety, PFSB, MHLW) 2) , which was announced on the 
same day and describes two test methodologies.
(1) Test method consisting of quantitation by HPLC with  

attached fluorescence detector and confirmation by 
LC/MS or LC/MS/MS.

(2) Screening method using an assay kit.
We describe an analysis of commercially available 
milk that is compliant with test method (1). We 
analyzed for AFM1 in bovine mi lk us ing the 
Prominence-i integrated HPLC and the RF-20AXS 
fluorescence detector. Under these conditions we 
were able to measure AFM1 at a concentration of 
1/10th Japan's regulatory level for AFM1 in milk.

n Analysis of Standard Aflatoxin M1 Solutions
C h ro m a t o g r a m s  o b t a i n e d  a f t e r  a n a l y s i s  o f 
standard AFM1 solutions (0.1 µg/L, equivalent to 
1/100th the regulatory concentration) are shown 
in Fig. 1, and the analytical conditions used are 
shown in Table 1. The relative standard deviation 
(%RSD) of peak areas after repeating analysis six 
t imes was 3.4 %. F ig. 2 shows the cal ibrat ion 
curve for  0 .1 to 20 µg/L .  Good l inear i t y  was 
achieved with a contribution ratio R2 of ≥ 0.9999 
with in the concentrat ion range. These resul ts 
show the RF-20AXS fluorescence detector can be 
used to analyze trace quantit ies of AFM 1 with 
high sensitivity and high precision.
When the standard AFM1 solution of 0.1 µg/L is 
p r o c e s s e d  a c c o r d i n g  t o  t h e  p r e t r e a t m e n t 
procedure shown in F ig. 3, which fo l lows the 
notif ication methodology, it produces a sample 
equivalent to 1/100th the regulatory level for 
AFM1 in milk (0.005 µg/kg).

Table 1  HPLC Analytical Conditions
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Fig. 1  Chromatograms for Standard AFM1 Solution Equivalent 
to 1/100th the Regulatory Concentration (0.1 μg/L, Test 
Repeated 6 Times)

R2 ≥ 0.99999

Fig. 2  AFM1 Calibration Curve (0.1-20 μg/L)



Application
News

No.

© Shimadzu Corporation, 2016

For Research Use Only. Not for use in diagnostic procedure. 
This publication may contain references to products that are not available in your country. Please contact us to check the availability of these 
products in your country.
 
The content of this publication shall not be reproduced, altered or sold for any commercial purpose without the written approval of Shimadzu. 
Company names, product/service names and logos used in this publication are trademarks and trade names of Shimadzu Corporation or its 
affiliates, whether or not they are used with trademark symbol “TM” or “®”. Third-party trademarks and trade names may be used in this 
publication to refer to either the entities or their products/services. Shimadzu disclaims any proprietary interest in trademarks and trade names 
other than its own.

The information contained herein is provided to you "as is" without warranty of any kind including without limitation warranties as to its 
accuracy or completeness. Shimadzu does not assume any responsibility or liability for any damage, whether direct or indirect, relating to the 
use of this publication. This publication is based upon the information available to Shimadzu on or before the date of publication, and subject  
to change without notice.

www.shimadzu.com/an/

L506

First Edition: Jun. 2016

n Analysis of Aflatoxin M1 in Milk
We analyzed commercially available milk and milk with 
added AFM 1.  AFM 1 was added to  make up a 
concentration of 0.05 µg/kg in milk (1/10th the 
regulatory level), and pretreatment was performed 
according to the notification methodology.2) The 
pretreatment procedure is shown in Fig. 3. Refer to the 
notification methodology 2) for further details.
An AflaStarTM R* immunoaffinity column from Romer 
Labs was used to remove contaminant constituents. 
The chromatograms obtained after analysis of these 
samples are shown in Fig. 4. (A) is the chromatogram 
for milk with added AFM1, and (B) is the chromatogram 
for milk with no added AFM1.
The analytical conditions were the same as those used 
in Fig. 1, which are shown in Table 1.
* "AflaStar" is a registered trademark of Romer Labs.

The AflaStarTM R can be purchased from Shimadzu GLC Ltd.

Sample (homogenized milk*1)

Heating up to 37 ˚C

Filtration with Glass �lter

20.0 g

Cleaning-up by immunoaf�nity column*2 “A�aStarTMR”

Elution by Acetonitrile (3 mL)

Drying-up *3 by N2 gas

(A�atoxin M1 standard solution (100 µg/L) 10 µL)

Vortex

1.0 mL Water/Acetonitrile = 4/1(v/v)

HPLC *4

Fig. 3  Milk Pretreatment Procedure

*1 A pretreatment centrifugation step is needed for raw milk and 
other milks that are not homogenized. Refer to reference 2) for 
details.

*2 Refer to the annotations in reference 2) for detailed information on 
use of the immunoaffinity column.

*3 AFM1 can adhere to the container during drying, so it is 
recommended that silane-treated containers be washed with 20 % 
to 30 % aqueous acetonitrile then dried before use.

*4 AFM1 can adhere to glass containers used to hold samples for HPLC 
even when these containers have been treated with silane, so it is 
recommended that plastic containers be used.

The percentage recovery calculated according to Eqn. 
1 shown below was 98 %. We found that using the 
RF-20AXS fluorescence detector allows for analysis at 
concentrations 1/10th the regulatory level with high 
sensitivity and good precision.
A small peak was observed at the AFM1 elution 
pos i t ion when mi lk wi th no added AFM1 was 
analyzed. Using LC/MS/MS to analyze the milk with 
no added AFM1 suggested this peak was derived 
from AFM1, and the concentration of the substance 
present was below 1/100th Japan's regulatory level.

Recovery 
rate (%) 

Peak area of standard AFM1 sample
×100

(Peak area of milk with added standard AFM1) - (Peak area of milk with no added standard AFM1)
=

Eqn. 1  Percentage Recovery Equation
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Fig. 4  HPLC Chromatograms for Commercially Available Milk
(A) With added standard AFM1, (B) with no added 
standard AFM1
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